Chapter 2

Comparing the Force and Timing Limitations of Traditional Non–Digital Occlusal Indicators to the T–Scan Computerized Occlusal Analysis Technology

Sarah Qadeer, BDS, MSD
Thammasat University, Thailand

Lertrit Sarinnaphakorn, DDS
Chulalongkorn University, Thailand

ABSTRACT

The traditional occlusal indicators used in dental practice are articulation papers, Shim-stock foils, elastomeric impression materials, and occlusal wax strips. These static dental materials have been widely believed to have occlusal force descriptive capability. However, modern material studies are challenging the widespread belief that occlusal indicator materials can measure differing occlusal force levels. This chapter evaluates the force reporting limitations of these static occlusal indicators, and discusses how clinicians subjectively interpret their appearance characteristics to determine differing occlusal force levels. This chapter then compares these non-digital occlusal indicators to the T-Scan computerized occlusal analysis technology, that records and displays precise, quantifiable, relative occlusal force variances, and occlusal contact timing sequences. This digital data aids the clinician in making a more accurate occlusal analysis, and can guide the clinician in the correction of occlusal contact force and timing abnormalities, thereby eliminating the subjectivity that is inherent with traditional occlusal indicator use. This chapter further details the diagnostic occlusal capabilities of the T-Scan’s digital force and timing data, by presenting two separate studies that compared measured closure and excursive occlusal contact force and timing parameters in orthodontic and non-orthodontic young adults. A commentary is included regarding the clinical pitfalls of using maximally invasive, subjective interpretation to choose

occlusal contacts for treatment instead of employing minimally invasive, computer-guided occlusal contact selection. This last section clearly illustrates to the reader that both patients and dentists will markedly benefit from the implementation of occlusal measurement technology.

INTRODUCTION

Occlusal indicators are used in prosthetic dentistry to determine occlusal contact locations, and for the recording and transferring of patient’s interocclusal relationship onto an articulator for the fabrication of dental prostheses. The conventional or traditional methods used in clinical practice for occlusal contact selection during occlusal adjustment procedures are non-digital. Static dental materials are placed between opposing teeth to imprint, or mark with color, the occlusal contacts. Commonly employed non-digital occlusal indicators are often combined with the patient’s subjective occlusal “feel” verbal feedback, to help guide the clinician in occlusal contact forcefulness detection.

These static materials display a wide range of physical properties (viscosity, elasticity, volumetric shrinkage, distortion, and crumpling), which contribute to their clinical use inaccuracies.

In clinical practice when making occlusal adjustments, the most commonly used non-digital occlusal indicators are:

- Articulation paper strips that leave ink marks on the teeth where occlusal contacts exist
- Shim-stock foils, which are tugged and pulled from between the teeth, to detect withdrawal resistance that supposedly indicates the presence of forceful tooth contacts.
- Elastomeric impression materials, which when injected between opposing teeth to locate occlusal contacts, are displaced completely where there is tooth contact,
- Occlusal wax sheets, which are softened and then imprinted by opposing teeth. Wax perforations or apparent wax thinness indicate occlusal contact, or near contact

The properties of an ‘ideal’ interocclusal recording material are (Malone & Koth, 1989):

- Limited initial resistance during closure, to avoid displacement of both mobile teeth and the mandible, itself
- Excellent dimensional stability after setting
- High resistance to compression after polymerization
- Ease of manipulation
- The absence of any adverse effects on the tissues involved in the recording procedures
- Accurately records the incisal or occlusal surfaces of teeth
- Ease of record verification

There is no ideal occlusal recording material available to clinicians that possess all of these properties (Malone & Koth, 1989). The static materials listed above all demonstrate varying degrees of limitation, when a clinician is choosing which contact(s) appear to be forceful during an occlusal adjustment procedure.

Occlusal adjustments are routinely accomplished by using the appearance characteristics of these non-digital occlusal indicators to select the contacts for treatment. This method is widespread in Dental
43 more pages are available in the full version of this document, which may be purchased using the "Add to Cart" button on the product's webpage: 

This title is available in Advances in Medical Technologies and Clinical Practice, InfoSci-Books, Communications, Social Science, and Healthcare, InfoSci-Computer Science and Information Technology, InfoSci-Medical, Healthcare, and Life Sciences, Science, Engineering, and Information Technology. Recommend this product to your librarian:
[www.igi-global.com/e-resources/library-recommendation/?id=103](www.igi-global.com/e-resources/library-recommendation/?id=103)

Related Content

Phytochemicals: Their Therapeutic Potential Against Dental Caries
[www.igi-global.com/chapter/phytochemicals/216052?camid=4v1a](www.igi-global.com/chapter/phytochemicals/216052?camid=4v1a)

T-Scan as an Education Tool
[www.igi-global.com/chapter/t-scan-as-an-education-tool/233670?camid=4v1a](www.igi-global.com/chapter/t-scan-as-an-education-tool/233670?camid=4v1a)

Dental Image Segmentation Using Clustering Techniques and Level Set Methods
[www.igi-global.com/chapter/dental-image-segmentation-using-clustering-techniques-and-level-set-methods/216044?camid=4v1a](www.igi-global.com/chapter/dental-image-segmentation-using-clustering-techniques-and-level-set-methods/216044?camid=4v1a)

Temporomandibular Joint Imaging
Mark Piper, DMD MD (2020). *Handbook of Research on Clinical Applications of Computerized Occlusal Analysis in Dental Medicine* (pp. 582-697).
[www.igi-global.com/chapter/temporomandibular-joint-imaging/233657?camid=4v1a](www.igi-global.com/chapter/temporomandibular-joint-imaging/233657?camid=4v1a)