Chapter 3.18

Time-Sequencing and Force-Mapping with Integrated Electromyography to Measure Occlusal Parameters

Robert B. Kerstein
Tufts University School of Dental Medicine, USA

ABSTRACT

Computerized Occlusal Analysis technology records, and quickly displays for clinical interpretation, tooth contact timing sequences of .003 second increments, and each tooth contacts’ fluctuating force levels which occur during functional jaw movements. These measurements are recorded intraorally with an ultra-thin, mylar-encased sensor that is connected to a computer via a USB interface. This sensor is placed between a patient’s teeth during functional jaw movements to record changing tooth-tooth interactions. The displayed occlusal data aids in the examination and treatment of occlusal abnormalities on natural teeth, dental prostheses, and dental implant prostheses. The software can be linked to an Electromyography software program that simultaneously records the electromyographic potential of 8 head and neck muscles. This combination of dynamic tooth contact force and time data, and functional muscular data, affords a dentist detailed, precise, and unparalleled diagnostic and treatment information, with which to address many differing clinical occlusal pathologies.

DOI: 10.4018/978-1-60960-561-2.ch318
INTRODUCTION

Computerized Occlusal Analysis technology (T-Scan III for Windows®, Tekscan Inc., S. Boston, MA, USA) records, and quickly displays for clinical interpretation, tooth contact Time-Sequences while simultaneously Force-Mapping each tooth contacts’ fluctuating relative occlusal force levels which occur during functional jaw movements (known as Occlusal Events) (Maness 1993, Montgomery and Kerstein 2000, Kerstein 2001, Kerstein and Wilkerson 2001). These occlusal event measurements are recorded intraorally, with an ultra-thin, electronically charged, mylar-encased sensor that is connected to a computer via a USB interface.

By measuring Relative Force, the T-Scan III system can detect whether an occlusal force on one set of contacting opposing teeth is greater, equal to, or less than, the occlusal forces occurring on other contacting teeth all throughout the dental arches. Determining relative force is important to the user-Dentist, as relative force illustrates measured differences of varying applied loads within all contacting tooth locations. The T-Scan III software displays the relative occlusal force, at any instant within a recorded occlusal event on all contacting teeth, as a percentage of the maximum occlusal force obtained within the recording.

Detected relative force variances can be employed clinically to:

- Precisely balance an unbalanced occlusal force distribution with targeted time-based and force-based occlusal adjustments
- Diagnose excessively high occlusal load present in one area of the occlusion, while simultaneously diagnosing where there is little, moderate, or no occlusal load in other areas of the same occlusion

After various occlusal events are recorded, the retrieved occlusal contact time-sequence data and relative force data are mapped for analysis in 4 different quantifiable ways:

- By real-time increments that measure the sequential order of each individual tooth contacts’ loading occurrence. The real-time sequence can be separated into increments as short as .003 seconds duration
- By force location on the contacting surfaces of many teeth individually and collectively within the 2 dental arches
- By relative changing force percentage values on all individual contacting teeth
- By a changing, moveable occlusal force summation icon and trajectory, that describes the changing concentrated force position within the 2 dental arches of all the collective tooth contacts’ relative occlusal forces


This technology’s ability to isolate time-premature tooth contacts, and excessive occlusal contact forces, is vastly superior to the commonly utilized, non-technology based occlusal indicators which dentists routinely employ (articulating paper, wax imprints, silicone imprints, and articulated stone dental casts). None of these dental materials have any scientifically proven capability to time-sequence tooth contacts, or force-map occlusal forces. Additionally, they all necessitate the user-Dentist to “subjectively interpret” their occlusal representations.

The most commonly employed occlusal indicator is dental Articulating Paper. It is comprised of

\[ \text{Relative Force} \]
20 more pages are available in the full version of this document, which may be purchased using the "Add to Cart" button on the product’s webpage:
www.igi-global.com/chapter/time-sequencing-force-mapping-integrated/53627?camid=4v1

This title is available in InfoSci-Medical, Healthcare, and Life Sciences, InfoSci-Books, Communications, Social Science, and Healthcare, Contemporary Research in Information Science and Technology, InfoSci-Select, InfoSci-Select. Recommend this product to your librarian:
www.igi-global.com/e-resources/library-recommendation/?id=18

Related Content

Nursing Informatics History and its Contributions to Nursing Knowledge
www.igi-global.com/chapter/nursing-informatics-history-its-contributions/48924?camid=4v1a

Can Activated Platelet Rich Plasma Combined with Adipose-Derived Stem Cells Be Used to Treat Skin Wrinkles?: A Mechanism Study
www.igi-global.com/chapter/can-activated-platelet-rich-plasma/71987?camid=4v1a

Tactile Resonance Sensors for Detection and Diagnosis of Age-Related Diseases
www.igi-global.com/chapter/tactile-resonance-sensors-detection-diagnosis/71985?camid=4v1a

Telemedicine Consultations in Daily Clinical Practice
www.igi-global.com/chapter/telemecine-consultations-daily-clinical-practice/53638?camid=4v1a